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Abstract: Förster resonance energy transfer (FRET) between two molecules in nanoscale distances is
utilized in significant number of applications including biological and chemical applications, monitoring
cellular activities, sensors, wireless communications and recently in nanoscale microfluidic radar design
denoted by the vibrating FRET (VFRET) exploiting hybrid resonating graphene membrane and FRET
design. In this article, a low hardware complexity and novel microfluidic viscosity monitoring system
architecture is presented by exploiting VFRET in a novel microfluidic system design. The donor molecules
in a microfluidic channel are acoustically vibrated resulting in VFRET in the case of nearby acceptor
molecules detected with their periodic optical emission signals. VFRET does not require complicated
hardware by directly utilizing molecular interactions detected with the conventional photodetectors.
The proposed viscosity measurement system design is theoretically modeled and numerically simulated
while the experimental challenges are discussed. It promises point-of-care and environmental monitoring
applications including viscosity characterization of blood or polluted water.
Keywords: förster resonance energy transfer (FRET); viscosity monitoring; fluidic characterization;
microfluidics; point-of-care; environmental monitoring
1. Introduction
Viscosity is one of the most important characteristics of the fluids with important implications
in biomedicine such as early diagnosis of diseases using blood viscosity measurements [1]. Viscosity
is affected by various mechanisms including shear rate, temperature and concentration [2]. Viscosity
is utilized in point-of-care (POC) measurements of blood coagulation, detection of gases and liquid
chromatography [3] and environmental monitoring applications including liquid and air [4,5]. Microfluidic
platforms and POC solutions promise several advantages compared with macroscale and bulky monitoring
tools such as small volume consumption and disposability [6]. There is a rich set of microfluidic viscosity
measurement system designs such as electrical impedance measurements [7], magnetic measurements
with magnetorestrictive particles and magneto-elastic sensors [3,8], paper-based microfluidic devices
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which measure the time taken for the liquid to move a certain fixed distance [2], measuring the switching
flow-rate of the fluids [1], laser induced capillary wave measurement [9] and measuring the attenuation
of sound waves in the microchannel [10]. However, it is highly challenging to propose a scalable system
design which can be exploited with the same fundamental principle in both nanoscale and macroscale
dimensions. Besides that, the measurement system design which can be easily applied for in-vivo and
remote measurements is an open issue.
In this article, a novel viscosity measurement system method is proposed based on vibrating Förster
resonance energy transfer (VFRET) introduced in [11–16] by utilizing the acoustic vibration of donors
inside a fluid medium and measuring optical emissions from nearby acceptor molecules. The vibration
amplitude of donors with acoustic excitation inside the fluid medium depends on both the particle
properties and viscosity of the fluid. The proposed theoretical model utilizes nonlinear regression
analysis on the collected acceptor emission data to estimate both the position of the micro-particle and
the viscosity of the fluid medium. The advantages of the proposed viscosity measurement system design
compared with rich examples in the state-of-the-art and the competitive POC or environmental monitoring
alternatives [1–3,7–10] are listed as follows:
• Pure mechanical method to get measurements without complicated electronic hardware.
• Nanoscale nature with acousto-optical wireless excitation allowing utilization in
challenging applications.
• Energy harvesting properties from optical and acoustic excitations in the neighborhood of the
donor-acceptor pairs.
• In-vivo measurement capability for future system designs by collecting the emitted photons remotely
with in-body photodetectors and acoustic actuation.
• Flexible and robust system design by tuning the lumped size of the donor/acceptor molecules and
the acoustic excitation frequency.
• Scalability for both nanoscale and microscale sensor applications.
• Remote monitoring and wireless data collection capability with optical emissions.
The rest of this paper is organized as follows. In Section 2, a system model for the viscosity
measurement is introduced. In Section 3, theoretical modeling of acoustically stimulated VFRET is
presented. Then, in Section 4, a mathematical procedure and algorithm for viscosity estimation is designed.
Materials to be utilized as donor-acceptor pairs with experimental challenges are discussed in Section 5.
Numerical simulations are proposed in Section 6 while the discussions, applications and conclusion are
presented in Section 7.
2. Viscosity Measurement System Architecture
The system includes a microfluidic platform consisting of acoustic actuators and photodetectors
with the fluid including vibrating and large size spherical particles as lump of the donor molecules as
shown in Figure 1. It is assumed that the donor particle reaches the stable or suspended condition under
an applied acoustic excitation with the distance d0 from the acceptor layer. Furthermore, it is assumed
that acceptor layer can move up and down to search for donor molecule changing d0. Whenever the
acceptor layer is close enough to the donor such as tens to hundreds of nanometer (nm) distances, then
the Förster resonance energy transfer (FRET) occurs between the donor particle and the acceptor layer.
The emission from the acceptor layer is collected with photodetectors. The donor molecule vibrates with
the amplitude of Up,max up and down in a periodic fashion based on the frequency f0 of the acoustic
excitation. The vibration amplitude and the efficiency of VFRET depend on both the properties of the
particle and the fluid. Therefore, the collected emission data is mapped to the viscosity and the particle
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position estimation by using the non-linear regression analysis as discussed in Section 4. Next, liquid
phase optic properties of a donor-acceptor couple (Figure 2) are explained and the dependence of the
emission on the fluid parameters are theoretically modeled.
Figure 1. System architecture of the viscosity monitor. Acceptor layer is moved up and down while the
donor is vibrated with the amplitude Up,max at the steady state position d0 based on the acoustic actuation
in the fluid. Measurements are taken for varying d0 and collected photons from the acceptor layer are
utilized for the viscosity estimation.
3. Theoretical Modeling of VFRET in Fluid
If the fluid is assumed to vibrate with the velocity v f (t) = U˙ f (t) ∝ sin(2pi f0 t) and displacement
amplitude U f (t) ∝ cos(2pi f0 t) / (2pi f0), then the maximum displacement amplitude of the fluid denoted
by U f ,max is given as follows [17]:
U f ,max = Pf / (2pi ρ f f0 c f ) (1)
where Pf (Pa) is the acoustic pressure in the fluid, ρ f (kg / m3) is the volume density of the fluid , c f is
the sound velocity in the fluid and f0 is the acoustic oscillation frequency. If the particle size is assumed
to be small and particle diameter is much smaller than the acoustic wavelength, then the oscillation
displacement of the particle is represented by the following:
Up(t) = d0 − ηp U f ,max cos(2pi f0 t− φp) (2)
where Up,max ≡ ηp U f ,max, d0 is the suspended or steady-state initial position of the particle, the particle
entrainment coefficient ηp is given by 1 /
√
1 + (ω0 τp)2, the phase difference φp equals tan−1(ω0 τp),
ω0 = 2pi f0, τp = mp / (3pi µ f dp) is the particle time scale, mp is the particle weight, µ f (Pa× s) is the
viscosity of the fluid and dp is the diameter of the particle [17].
The number of photons emitted in the VFRET mechanism for the time duration of ∆t at the time t is
modeled as NFRET(t) = α EFRET(t) where α is defined as follows [11,14]:
α ≡ ∆t ID DB σDΦA ND/ (hp f aD) (3)
where ∆t  tp is the photon counting time, tp = tD + tFRET + tA is the total time on the order of
nanoseconds for photon emissions from the acceptor including the donor excitation time tD, FRET
time tFRET and the acceptor emission time tA, ID is the light intensity in (W/m2/nm) for the donor
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excitation, DB is the bandwidth of donor excitation in (nm), f aD = c / λ
a
D is the donor excitation frequency,
c = 3× 108 (m/s) is the speed of light, λaD is the donor excitation wavelength, hp = 6.62× 10−34 (J·s) is
the Planck’s constant, σD = Dext 3.825× 10−25 is the absorption cross section of donor excitation in (m2),
Dext is the donor extinction coefficient in (M−1 · cm−1) and ΦA is the quantum yield of acceptors. The
dynamic FRET efficiency EFRET oscillating with the vibrating distance between the donor and the acceptor
molecules is defined as follows:
EFRET =
kA R60
d6 + kA R60
(4)
where kA is the number of acceptors per donor, d and R0 are the donor-acceptor and Förster distances,
respectively. ∆t 1/ f0 is chosen large enough to collect enough number of photons for the measurement
process in the receiver photodetectors. The received photon count is modeled under additive white
Gaussian assumption for simplicity as follows:
NFRET(t) = α EFRET(t) + n(t) (5)
where n(t) is the noise with the variance σ2n . Assume that the signal-to-noise ratio (SNR) is defined with
respect to the worst case scenario of the noise proportional to the maximum amount of the collected
photons as follows:
SNR =
α2
σ2n
(6)
Then, the final equality representing the relation between the viscosity µ f , d0 and the received photon
count is defined as follows:
NFRET(t) =
α
1+
1
k6A R
6
0
(
d0 −
3 µ f dp√
9 µ2f d
2
p + 4 f 20 m
2
p
Pf
2pi ρ f f0 c f
cos
(
2pi f0 t− tan−1
( 2 f0 mp
3 µ f dp
)))6 + n(t) (7)
Next, multiple periods of the received photon count is detected to estimate both d0 and µ f .
4. Viscosity Estimation Algorithm
A physical search mechanism is applied for getting measurements from the large donor particle for
the unknown position. The simple proof-of-concept acceptor sensor is physically moved back and forth to
search donor and take vibrating measurements. It is assumed that the measurements corresponding to the
form in Figure 3f are utilized since the donor touching the acceptor molecule diminishes the functional
information in (7) with constant unit efficiency. The signal processing design for choosing the measurement
sets corresponding to d0 > Up,max is an open issue. Various nonlinear regression mechanisms and the
parameter estimation methods are promising to be utilized to estimate d0 and µ f based on the multiple
time measurements with the parametric model in (7) [18]. Multiple periods of the received data is firstly
averaged to reduce the effect of the noisy measurement. Assume that NT different periods are utilized,
then the mean photon count waveform is given as follows:
NFRET(t + τ) =
1
NT
NT
∑
i=1
NFRET(t + τ + (i− 1)T) (8)
where 0 ≤ τ ≤ T. Assume that Nm different measurements are taken for unknown positions d0 while
the data points with the FRET efficiency smaller than a pre-defined limit Emin are not taken into account,
i.e., EFRET(t) ≥ Emin. In addition, to improve the reliability of the measurements, only the sets with
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enough number of sample points covering at least Nmin is taken into account, e.g., more than Nmin =
T/(12∆t) samples covering 1/12 of a single period. It is assumed that d0 is uniformly distributed between
Up,max + d0,min ≡ 1 nm and Up,max + d0,max which is determined with respect to the maximum amount
of displacement magnitude Up,max determined by multiple factors including µ f . For each measurement
i ∈ [1, Nm], a nonlinear regression mechanism denoted by NLR(.) is utilized to estimate parameters with
respect to the input of NFRET(t) between t = 0 and T with the sample interval of ∆t, and the initial
estimation of d0,initial and µ f ,initial as follows:(
d̂0,i, µ̂ f ,i
)
= NLR(NFRET(t), d0,initial , µ f ,initial) (9)
Then, the final estimation is found with the following by getting average from each measurement:
d̂0 =
1
Nm
Nm
∑
i=1
d̂0,i; µ̂ f =
1
Nm
Nm
∑
i=1
µ̂ f ,i; (10)
In Monte Carlo simulation studies, MATLAB built-in function nlinfit is utilized as the NLP(.) block
with the Levenberg-Marquardt nonlinear least squares algorithm [18].
5. Donor-Acceptor Materials and Experimental Challenges
The proposed theoretical modeling allows utilization of different pairs of donor/acceptor pairs
while still utilizing the fundamental Equation (7) with different parameters of donors and acceptors.
Therefore, it is adaptive with molecular selection capability which is highly important for different
mediums requiring specific sets of pairs, e.g., organic or biological mediums with biocompatible molecules
compared with environmental monitoring applications. Fluorescent molecules such as dyes, and
quantum dots, can be employed in the FRET system as the donor or the acceptor. Fluorescein and
5-TAMRA(5-Carboxytetramethylrhodamine)(TAMRA) are two fluorescent dyes evaluated in this study as
donor and acceptor materials, respectively. These materials have various advantages such as great Stokes
shifts (difference between excitation and emission wavelength peaks), high spectral overlap area and
rich set of applications [19–23]. Figure 2 and Table 1 show the absorption and emission spectra, chemical
structures and the specific material properties like high absorption coefficients, quantum yields [19–23].
The spectral overlap between the emission of fluorescein donor fluorophore and the absorption of TAMRA
acceptor fluorophore is high as shown in Figure 2. Förster distance R0 between the fluorescein donor and
the TAMRA acceptor is about 5.5 nm [24]. Both materials have a few nanosecond photoluminescence
lifetimes. Both fluorescein and TAMRA are sensitive to the polarity of their surrounding environment [19].
Prevention of self-quenching effects in liquid requires low concentrations (lower than 4 µM for fluorescein,
and lower than 250 nM for TAMRA).
Micromachines 2019, 10, 3 6 of 11
Figure 2. The chemical structures and the normalized absorption and photoluminescence spectra of
Fluorescein and 5-Carboxytetramethylrhodamine (TAMRA) materials (solution phase) for the excitation
wavelengths at 500 nm and 550 nm, respectively.
Table 1. Donor and acceptor material properties (F: Fluorescein, T: TAMRA).
Property F T Property F T
Excitation wavelength (nm) 500 550 Fluorescence lifetime (ns) 4 5
Emission wavelength (nm) 515 577 pH dependency Yes No
Absorption coeff. (M−1cm−1) 7× 104 9× 104 Phase forms of the molecules dispersed drop casted
Molecular weight (g/mol) 332.31 430.46 Concentration or weight 4 µM 10−6 mg/µm2
Quantum yield (%) 95 68 Diameter of the particle (nm) 0.69± 0.02 4.8± 0.08
There are various experimental challenges to be solved for realizing the proof-of-concept experimental
implementation. Donor molecules are assumed to form lumps with a spherical geometry and a large
diameter. The method to form lumps with the desired particle size is an open issue. In addition, the
interaction of the lumped donor sphere and acceptor layer with the fluid should be modeled and analyzed
in detail. If the donor molecule disintegrates, then the speed of disintegration should be measured and the
vibration frequency should be optimized with the appropriate measurement time.
6. Numerical Simulations
The fluid medium is assumed to be water with the simulation parameters shown in Table 2. Acoustic
velocity is assumed to be c f = 1543 m/s. The range of the viscosity is assumed to be between 0.5 and
5 (Pa ms) covering the range of interest of the water around 0.89 (Pa ms) and blood between 3 and 4
(Pa ms). The donor particle is assumed to be lumped with a large spherical geometry in the diameter
range of [1, 500]µm. R0 is assumed to be 10 nm while kA = 1 for the worst case performance analysis.
Pf is varied between 1 and 20 Pa while f0 is chosen between 10 and 300 Hz for low frequency excitation
with much larger wavelength compared with the particle lump size. NMC = 20 different simulations
are realized and their average are taken to observe the average behavior of the estimates µ̂ f and d̂0.
Nm = 20 different measurement sets are taken along NT = 1000 periods of the received signal for varying
d0 values distributed uniformly between ηp U f ,max + 1 and ηp U f ,max + 20 nm for each specific setting
of µ f to be estimated with a given SNR. Photon collection interval is set to ∆t = 20µs. Minimum
efficiency to be included in the estimation algorithm is set to Emin = 0.01 while sample sets with lower
than Nmin = T/(6∆t) samples in a single period T = 1/ f0 are discarded since they include mostly
noisy samples.
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Table 2. Simulation Parameters.
Property Value Property Value Property Value Property Value
d0,max 20 nm dp [1, 500]µm Nmin T/(12∆t) NMC 20
f0 [10, 300] Hz kA 1 NT 1000 Nm 20
R0 10 nm Pf [1, 20] Pa Emin 0.01 ∆t 20µs
c f 1543 m/s ρ f 1 g/cm3 µ f [0.5, 5] (Pa ms)
The oscillation magnitude U f (t) of the fluid for f0 = 200 Hz and Pf = 20 Pa is shown in Figure 3a.
The maximum fluid displacement is numerically calculated for varying f0 and Pf as shown in Figure 3b
reaching the ranges of hundreds of nm much larger than R0 enough to obtain VFRET. In Figure 3c, it
is observed that decreasing the particle lump size dp and f0 increases Up,max. The effect of µ f on Up,max
is numerically analyzed in Figure 3d for varying f0 and dp with Pf = 20 Pa observing the nonlinear
dependence of Up,max on µ f covering the ranges of water and blood for the POC and the environmental
monitoring applications. In Figure 3e,f, time domain waveforms of the VFRET efficiencies are shown for
varying µ f and d0. If Up,max > d0 as shown in Figure 3e, then the information about µ f dependency is lost
due to touching of the donor to the acceptor layer. In Figure 3f, the efficiency does not reach the maximum
level of unity due to the larger distance between donor and acceptor which is the case to be utilized in
estimating µ f .
The estimation of the viscosity µ f and donor-acceptor stable distance d0 are achieved with the Monte
Carlo simulation as shown in Figure 4a,b, respectively, where Pf = 20 Pa, dp = 500 µm, f0 = 50 Hz and
SNR changes between 10 dB and 40 dB. Increasing µ f or decreasing dp results in an increase in Up,max while
decreasing the number of higher efficiency photon collection intervals in a single period. It is observed
that the error increases for increased Up,max as shown in Figure 4c where dp = 300 µm and f0 = 20 Hz.
However, there is trade-off such that it is difficult to take measurement from the donor with reduced
Up,max since the acceptor needs to be closer to get reliable measurements. If Up,max is larger, then the
distance between the donor and acceptor can be large to get a reliable measurement while the number
of samples gets lower. On the other hand, the efficiency of the system design requires high SNR which
can be improved by tuning the size of the particle, improving photodetector efficiency and the number of
measurement intervals. It can also be improved with multiple donor molecules measured in parallel as
open issues.
Micromachines 2019, 10, 3 8 of 11
0 5 10
Time (ms)
-30
-20
-10
0
10
20
30
U
f (t
) (
nm
)
0 10 20
Pressure (Pa)
10 -1
10 0
10 1
10 2
10 3
U
f,m
ax
 
(nm
)  
0 200 400
dp ( m)
10 -1
10 0
10 1
10 2
U
p,
m
ax
 
(nm
)  
(a) (b) (c)
0 5 10
f (Pa ms)
10 -2
10 -1
10 0
10 1
U
p,
m
ax
 
(nm
)
Water
Blood
0 5 10
Time (ms)
10 -2
10 -1
10 0
Ef
f (V
FR
ET
 ef
fic
ien
cy
)
0 5 10
Time (ms)
10 -4
10 -3
10 -2
VF
R
ET
 E
ffi
cie
nc
y
(d) (e) (f)
Figure 3. (a) The vibration magnitude of the fluid particles for varying time at f0 = 100 Hz and under
an acoustic pressure of Pf = 20 Pa and (b) its maximum for varying f0 and Pf . (c) The maximum vibration
amplitude (Up,max) of the particle for varying f0 and particle diameter dp in water (µ f = 0.86 Pa) under
Pf = 20 Pa. (d) Up,max dependency on µ f for varying f0 and dp with Pf = 20 Pa. (e) vibrating Förster
resonance energy transfer (VFRET) efficiency for varying µ f and d0 where (e) d0 = 10 nm < Up,max and
(f) d0 = 30 nm > Up,max, and dp = 300µm, f0 = 200 Hz and Pf = 20 Pa.
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Figure 4. (a) The viscosity (µ̂ f ) and (b) the particle distance (d̂0) estimation performance for varying
signal-to-noise ratio (SNR). between 10 dB and 40 dB where Pf = 20 Pa, dp = 500 µm, f0 = 50 Hz. (c) The
decrease in estimation performance for varying where Pf = 20 Pa, dp = 300 µm and f0 = 20 Hz.
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7. Applications
The proposed viscosity measurement system is promising for utilization as a low cost micromechanical
system in various POC and environmental monitoring applications. The viscosity measurement of the
blood with a simple and low cost architecture allows early detection of various cardiovascular or cancer
related diseases [6]. Similarly, pollutants in water and oceanic mediums can be analyzed with the proposed
viscosity measurement architecture with a POC style. In addition, flow based mechanical interactions
of the donor and acceptor molecules with the environment can be converted to VFRET emissions for
monitoring complicated fluid mechanics. The adaptive lumped size of the donors and acceptors, and the
flexible setting of the acoustic excitation frequency make the proposed system capable of adaptation to
different applications.
There are significant advantages of the proposed system due to the low hardware complexity relying
on a completely mechanical set-up without requiring any electronic circuitry inside the medium to be
monitored. In addition, the collection of the optical signals remotely allows for wireless applications and
remote detection of the viscosity in challenging environments. These environments could include an
in-vivo medium or energy scarce applications. Monitoring energy is harvested from the remote acoustic
vibration and optical excitation. Besides that, adaptive formation of lumped spherical donor molecules
provides robustness to different environments. The challenging future environmental applications include
the analysis of deep water with tuned size of donor and acceptor molecules allowing measurable VFRET
by scanning a set of acoustic frequencies.
8. Open Issues and Discussion
There are various open issues and future works for the proposed architecture to be verified
experimentally and to be improved for more advanced applications listed as follows:
• The design with respect to the non-Newtonian characteristics of the fluids including blood such as
modeling based on shear rate. Flowing effects and unstable movement of the donor particles should
be accurately modeled with respect to the fluid mechanics to have the formulation depending on
the viscosity.
• Utilization of the multiple donor lump spheres to improve the optical emission performance.
• In-vivo system design with the floating acceptor layers and the donor molecules with drastically
different vibration properties.
• Extension to the flow rate measurement with the complex network of the donor and the acceptor
pairs distributed to the medium with the corresponding algorithm.
• The proof of concept design of the microfluidic chip including the photodetection, acoustic excitation
and the viscosity calculating circuit as an all-in-one POC unit.
9. Conclusions
A novel microfluidic viscosity monitoring system architecture is presented with an acousto-optical
mechanism by exploiting recently introduced VFRET. It is completely mechanical and adaptable to different
environments as a low complexity solution compared with the state-of-the-art. The donor molecules spread
to the medium are acoustically vibrated resulting in VFRET with the nearby acceptor molecules. The
collection of optical signals remotely provides the advantages of remote and wireless monitoring capability.
Theoretical modeling and numerical simulation of the proposed monitoring system are provided with
experimentally feasible parameters of the set-up. Finally, open issues and experimental challenges are
discussed including the utilization for point-of-care and environmental monitoring applications such as
water or blood viscosity monitoring for widespread usage.
Micromachines 2019, 10, 3 10 of 11
Author Contributions: G.M. and B.G.: theory and simulation, G.M., B.G., J.V. and J.Z.: methodology, investigation,
B.G. and G.M.: writing draft preparation. All authors reviewed the manuscript.
Funding: This study was funded by the European Union’s Horizon 2020 research and innovation programme under
the Marie Sklodowska-Curie grant agreement No 7123694, and the European Regional Development Fund (FEDER);
Ministerio de Economía y Competitividad (MINECO) (TEC2015-638263-C03-1-R); Eusko Jaurlaritza (ELKARTEK
KK-2016/0030, ELKARTEK KK-338 2016/0059, ELKARTEK KK-2017/00033, ELKARTEK KK-2017/00089, IT933-16).
Burhan Gulbahar is supported by Vestel Electronics Inc.
Conflicts of Interest: The authors declare no conflict of interest.
References
1. Yang, J.K.; Ryu, J.; Lee, S.J. Label-free viscosity measurement of complex fluids using reversal flow switching
manipulation in a microfluidic channel. Biomicrofluidics 2013, 7, 044106. [CrossRef]
2. Rayaprolu, A.; Srivastava, S.K.; Anand, K.; Bhati, L.; Asthana, A.; Rao, C.M. Fabrication of cost-effective and
efficient paper-based device for viscosity measurement. Anal. Chim. Acta 2018, 10, 86–92. [CrossRef] [PubMed]
3. Bach, D.; Anjanappa M. Measurement of Viscosity Using Magnetostrictive Particle Sensors. U.S. Patent
20060010963A1, 19 October 2006.
4. Gee, W.A.; Ritalahti, K.M.; Hunt, W.D.; Loffler, F.E. QCM viscometer for bioremediation and microbial activity
monitoring. IEEE Sens. J. 2003, 3, 304–309. [CrossRef]
5. Reid, J.P.; Bertram, A.K.; Topping, D.O.; Laskin, A.; Martin, S.T.; Petters, M.D.; Pope, F.D.; Rovelli, G. The
viscosity of atmospherically relevant organic particles. Nat. Commun. 2018, 9, 956. [CrossRef] [PubMed]
6. Jun Kang, Y.; Yeom, E.; Lee, S.J. A microfluidic device for simultaneous measurement of viscosity and flow rate
of blood in a complex fluidic network. Biomicrofluidics 2013, 7, 054111. [CrossRef] [PubMed]
7. Zeng, H.; Zhao, Y. On-chip blood viscometer towards point-of-care hematological diagnosis. In Proceedings
of the IEEE 22nd International Conference on Micro Electro Mechanical Systems MEMS 2009, Sorrento, Italy,
25–29 January 2009; pp. 240–243. [CrossRef]
8. Chen, P.; Jiang, Q.; Horikawa, S.; Li, S. Magnetoelastic-sensor integrated microfluidic chip for the measurement
of blood plasma viscosity. J. Electrochem. Soc. 2017, 164, B247–B252. [CrossRef]
9. Muramoto, Y.; Nagasaka, Y. High-speed sensing of microliter-order whole-blood viscosity using laser-induced
capillary wave. J. Biorheol. 2011, 25, 43–51. [CrossRef]
10. Choi, S.; Moon, W.; Lim, G. A micro-machined viscosity-variation monitoring device using propagation of
acoustic waves in microchannels. J. Micromech. Microeng. 2010, 20, 085034. [CrossRef]
11. Gulbahar, B.; Memisoglu, G. Csstag: Optical nanoscale radar and particle tracking for in-body and microfluidic
systems with vibrating graphene and resonance energy transfer. IEEE Trans. Nanobiosci. 2017, 16, 905–916.
[CrossRef] [PubMed]
12. Gulbahar, B.; Memisoglu, G. Nanoscale optical communications modulator and acousto-optic transduction
with vibrating graphene and resonance energy transfer. In Proceedings of the IEEE ICC 2017 Selected Areas in
Communications Symposium Molecular, Biological and Multi-Scale Communications Track, Paris, France, 21–25
May 2017; pp. 1–7. [CrossRef]
13. Memisoglu, G.; Gulbahar, B. Acousto-Optic Tagging and Identification. EPO Patent Application No. 409508,
8 May 2017.
14. Memisoglu, G.; Gulbahar, B. Acousto-Optic Nanoscale Frequency Multiplier. EPO Patent Application No.
17172291.1, 25 May 2017.
15. Gulbahar, B.; Memisoglu, G. Acousto-Optic Transducer, Array and Method. EPO Patent Application No.
PCT/EP2017/054408, 1 February 2017.
16. Gulbahar, B.; Memisoglu, G. Graphene-based Acousto-optic Sensors with Vibrating Resonance Energy Transfer
and Applications. In Two-Dimensional Materials for Photodetector; IntechOpen Book: London, UK, 2018; pp. 179–192.
[CrossRef]
17. Marshall, J.S.; Li, S. Adhesive Particle Flow; Cambridge University Press: Cambridge, UK, 2014; p. 339,
ISBN 978-1-107-03207-1.
Micromachines 2019, 10, 3 11 of 11
18. Seber, G.A.; Wild, C.J. Nonlinear Regression; Wiley Series in Probability and Statistics; John Wiley & Sons, Inc.:
Hoboken, NJ, USA, 2003; p. 775, ISBN 0471471356.
19. ThermoFisher Catalog. Available online: https://www.thermofisher.com/order/catalog/product/ (accessed on
5 September 2018).
20. Aneja, A.; Mathur, N.; Bhatnagar, P.K.; Mathur, P.C. Triple-FRET technique for energy transfer between conjugated
polymer and TAMRA dye with possible applications in medical diagnostics. J. Biol. Phys. 2008, 34, 487–493.
[CrossRef] [PubMed]
21. Mergny, J.L.; Maurizot, J.C. Fluorescence resonance energy transfer as a probe for G-quartet formation by a
telomeric repeat. ChemBioChem 2001, 2, 124–132. [CrossRef]
22. Baum, D.A.; Silverman, S.K. Deoxyribozyme-catalyzed labeling of RNA. Angew. Chem. Int. Ed. 2007, 46,
3502–3504. [CrossRef] [PubMed]
23. Mergny, J.L. Fluorescence energy transfer as a probe for tetraplex formation: The i-motif. Biochemistry 1999, 38,
1573–1581. [CrossRef] [PubMed]
24. Assay Guidance Manual [Internet]. Table 2: Common Donor/acceptor Pairs for FRET and TR-FRET/HTRF.
Available online: https://www.ncbi.nlm.nih.gov/books/NBK92000/table/ppi.T.common_donoracceptor_
pairs_for_fre (accessed on 20 December 2018).
c© 2018 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access
article distributed under the terms and conditions of the Creative Commons Attribution (CC
BY) license (http://creativecommons.org/licenses/by/4.0/).
